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Abstract 

With future experiments proposing detectors that utilize very large-area GEM foils, there is a need for 
commercially available GEM foils. Double-mask etching techniques pose a clear limitation in the maximum 
size of GEM foils. In contrast, single-mask techniques developed at CERN would allow one to overcome 
those limitations. However with interest in GEM foils increasing and CERN being the only main distributor, 
keeping up with the demand for GEM foils will be difficult. Thus the commercialization of OEMs has been 
established by Tech-Etch of Plymouth, MA, USA using single-mask techniques. 

We report on the electrical and geometrical properties, along with the inner and outer hole diameter size 
uniformity of 10 x 10 cm^ and 40x40 cm^ GEM foils. The Tech-Etch foils were found to have excellent 
electrical properties. The measured mean optical properties were found to reflect the desired parameters 
and are consistent with those measured in double-mask GEM foils, and show good hole diameter uniformity 
over the active area. These foils are well suited for future applications in nuclear and particle physics where 
tracking devices are needed. 
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1. Introduction 

With the invention of the gas electron multiplier 
(GEM) in 1997 [I[, GEM technology has attracted 
a lot interest from the nuclear and particle physics 
community, as they are excellent candidates to be 
used in tracking detectors. GEMs have several at¬ 
tractive features, they function well in high rate 
environments (better than 10^ Hz/mm^ Q), have 
superb spatial resolution (40 (im rms Q), and can 
cover a large acceptance. Many experiments such 
as STAR 0, GOMPASS 0, and others have al¬ 
ready successfully incorporated GEM technology 
into their tracking detectors. 

As GEM technology matures, more and more fu¬ 
ture experiments and their upgrades, including AL- 
IGE 1^, Jefferson Lab’s Super Bigbite Spectrome¬ 
ter [ 3 ^ GMS 0 , and a potential EIG 0 are looking 
to build tracking detectors which take advantage of 
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GEM technology. Euture GEM detectors will re¬ 
quire large area GEM foils to obtain an adequate 
acceptance. However, currently there are two main 
constraints preventing the use of large area GEM 
foils. The first is the limitation associated with the 
raw material. Standard raw material rolls, consist¬ 
ing of a polyimide layer sandwiched by two copper 
layers, have a width of about 50 cm, restricting the 
maximum width of the GEM foil. Recently this is¬ 
sue has been addressed through the investigation 
of a splicing technique 0 that is used to splice two 
GEM foils together, resulting in a wider GEM foil. 
The second limitation facing large area GEM foils 
is due to the fabrication process by which micro 
patterns are etched into the copper clad polyimide 
material, which involves the precise alignment of 
two masks (described in section [T2j) . Obtaining an 
accurate alignment of two masks becomes increas¬ 
ingly difficult as the GEM foil area increases, which 
results in limiting the area of the GEM foil. The 
fabrication limitation of this double-mask etching 
technique has now been overcome by employing a 
single-mask etching technique, which was developed 
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at CERN (described in section 

As the experimental interest and incorporation 
of GEM technology into future experiments grows, 
the need for not only readily available large area 
GEM foils, but also a means by which to read¬ 
out the signals produced by the GEM foils be¬ 
comes essential. Gurrently GERN is the only main 
distributor of large area GEM foils, and will be 
hard pressed to keep up with the increasing de¬ 
mand. To help satisfy the GEM foil demand, the 
commercialization of large area GEM foils through 
the single-mask and double-mask processes has 
been established W Tech-Etch of Plymouth, MA, 
USA |T3 [I, ll, 12, 13|. Additionally, Tech-Etch 
has also established a process by which to produce 
2D readout foils, which are used to readout signals 
from the GEM foils. 

In this paper we will focus exclusively on the per¬ 
formance of the Tech-Etch produced 10 x 10 cm^ 
and r\j 40 X 40 cm^ single-mask GEM foils, which 
can be seen in figure [TJ We will begin by reviewing 
the production techniques in section [2l Our quality 
control setup used to characterize and determine 
the integrity of each foil is discussed in section [3l 
The electrical performance and measured optical 
properties are presented in section HI Einally, in 
section [5] we provide a summary and outlook con¬ 
cerning future developments of Tech-Etch’s GEM 
foil production. 


2. Review of GEM foil production tech¬ 
niques 

2.1. Introduction 

The initial production of GEM foils employed 
what is known as the double-mask etching tech¬ 
nique, which requires two masks, one on the front 
side and the other on the back side of the GEM 
foil. While this provides one with a precise mi¬ 
cro hole pattern, as mentioned earlier this method 
hinders the maximum size of the GEM foil. By 
adopting a etching process know as the single-mask 
etching technique, which requires only one mask on 
the front side of the GEM foil, this size constraint 
can be alleviated. 



Figure 1: Tech-Etch single-mask foils of areas 40x40 cm^ 
(left foil) and 10x10 cm^ (right foil). 


to create the desired hole pattern on two identi¬ 
cal masks, which are located on either side of the 
foil. It is important that these masks be precisely 
aligned, otherwise the holes on the front and back 
sides of the foil will be asymmetric and not uniform, 
which could ultimately lead to a loss in overall per¬ 
formance. As the area of the foil increases it be¬ 
comes more difficult to precisely align both masks. 
The foil is then exposed to UV light, where a hole 
pattern is transfered through the transparent parts 
of the mask onto both photoresist layers. The foil is 
then placed in an acid bath where exposed copper 
is etched down to the polyimide layer. Submersion 
into a polyimide specific solvent with the exposed 
metal acting as a mask removes the exposed poly¬ 
imide material from both sides, resulting in a dou¬ 
ble conical channel. 



2.2. Double-mask etching techniques 

In the double-mask process, illustrated in fig¬ 
ure O the bare polyimide material (about 50 jim 
thick) and copper layers (~ 5 {im each) are coated 
with photoresist. Laser direct imaging is then used 


Figure 2: Illustration of the double-mask etching technique, 
(a) shows the steps going from the bare material to the re¬ 
alization of the double-mask, (b) shows the hole pattern 
transfer to the photoresist layer via UV exposure and re¬ 
sults of the copper etching, (c) illustrates the double conical 
end result of the double-mask etching technique, after the 
foil is submerged into the polyimide specific solvent. 
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2.3. Single-mask etching techniques 

In order to overcome the size limitation of using 
the double-mask process, a single mask process can 
be adopted, which is highlighted in figure [3l The 
bare copper layers are first coated with photoresist. 
Laser direct imaging is then used to create the de¬ 
sired micro hole pattern on a single mask which is 
placed on the front of the foil. UV light is then 
used to transfer the hole pattern to the photore¬ 
sist layer. The unexposed photoresist is then de¬ 
veloped away and the front layer of copper is then 
etched via an acid bath. The polyimide is then 
etched in ethylenediamine (EDA) chemistry. Fol¬ 
lowing this the backside copper layer is then elec- 
trolytically etched resulting in a conical channel. 
To achieve a double conical channel a subsequent 
polyimide EDA etching is performed. For compari¬ 
son, a cross section image of a Tech-Etch produced 
40 x40 cm^ single-mask GEM foil is shown in fig¬ 
ure m in which the double conical structure of the 
holes can be seen. 

In the past Tech-Etch had chosen to produce 
their double-mask GEM foils using a Kapton based 
polyimide material. When starting their transition 
to producing single-mask GEM foils it was sug¬ 
gested by CERN to switch the polyimide material 
to Apical, which resulted in better electrical perfor¬ 
mance of the GEM foils (discussed in section ITT]) . 
Both GERN and Tech-Etch now exclusively use 
Apical as their polyimide material. 

Tech-Etch, working in collaboration with GERN 
has now firmly established a commercial GEM foil 
fabrication process for foils up to 40 x 40 cm^ using 
the single-mask technique. 

3. Quality control measures 

Quality control measures are critical for estab¬ 
lishing a stable and reliable process by which to 
commercially manufacture GEM foils. There are 
two main areas of characterization that can be per¬ 
formed on the GEM foils. The first is through char¬ 
acterizing the foil’s electrical performance. The sec¬ 
ond area of characterization is through the foils ge¬ 
ometric properties obtained via an optical analysis. 

These analyses, carried out by Temple Univer¬ 
sity, were critical towards establishing the commer¬ 
cial fabrication of single-mask GEM foils, as they 
provided direct feedback to Tech-Etch who could 
then modify their manufacturing process as needed 
in order to quickly converge on a reliable production 
process. 






Figure 3: Illustration of the single-mask etching technique, 
(a) shows the steps going from the bare material to the real¬ 
ization of the single-mask, (b) shows the hole pattern trans¬ 
fer to the photoresist layer via UV exposure, the removal 
of the unexposed photoresist, and the results of the cop¬ 
per etching, (c) illustrates the results after the first EDA 
chemistry etching is performed on the polyimide layer, (d) 
shows the foil after the back side copper layer is electrolyt- 
ically etched, resulting in hole diameters similar to that of 
the front side, (e) illustrates the final double conical struc¬ 
ture of the holes, after a second EDA chemistry etching of 
the polyimide layer. 



Figure 4: Cross section image of a 40x40 cm^ single-mask 
Tech-Etch produced GEM foil. 


3.1. Electrical tests 


The electrical integrity, or the electrical insula¬ 
tion, of a GEM foil is determined by measuring its 
leakage current, shown schematically in figure [5](a). 
A voltage is applied across the foil and the resulting 
current is measured. For an ideal GEM foil, which 
has a resistance of 500 GU (calculated assuming an 
area of 100 cm^, a typical Apical volume resistiv¬ 
ity of > 10^^ U- cm [1^, and thickness of 50 /am) 
and a voltage of 500 V applied across the foil, one 
would expect a leakage current of about < 1 nA. 
The leakage current measurements are done in a 
class 1,000 clean room. The GEM foil is placed in¬ 
side a plexiglass enclosure, as shown in figure [5](b), 
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which is continuously flushed with nitrogen gas in 
order to provide a safe dry environment and min¬ 
imize sparking. A voltage is applied between the 
front and back sides of the foil and slowly ramped 
up from 0 to 600 V, where the leakage current is 
then measured in 100 V increments. A ISEG SHQ 
222M high voltage power supply is used to apply 
the high voltage and measure the resulting current. 
While the 10 X10 cm^ foils have only one high volt¬ 
age segment, the 40x40 cm^ foils are divided into 
nine high voltage segments. 
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Figure 6: Optical scanning setup used to analyze GEM foils. 
Image reproduced from 


Figure 5: Leakage current measurement setup. (a): 
Schematic of the setup to measure the leakage current of the 
GEM foils, (b): Image of a 10 x 10 cm^ GEM foil enclosed 
in a nitrogen box ready for leakage current measurements. 


3.2. Optical analysis 

The optical analysis of the GEM foils is per¬ 
formed using an automated two dimensional GGD 
camera scanner. This setup is identical to that de¬ 
scribed in ref. [ll| (shown here in figure [6]). The 
GGD camera setup, shown in figure [7| (a), consists 
of a video camera, 2x adapter, and 12x zoom lens 
with a ring of LEDs around the lens face (front 
light). This GGD camera setup is coupled to a 2D 
support stage which allows for the entire GEM foil 
to be scanned with high precision. The GEM foil 
is enclosed between two glass plates, which are se¬ 
cured by an aluminum frame, and is placed over an 
LED light (back light). The apparatus is controlled 
through a MATLAB [l^ graphical interface, shown 
in figure [ 7 ] (b). 

The stage area in the optical setup shown in fig¬ 
ure [ 7 ] can be increased to accommodate the scan¬ 
ning of larger GEM foils (up to about 50x50 cm^) 



Figure 7: (a) Optical scanner setup for 10x10 cm^ GEM 
foils, (b): Image of inner hole diameters on MATLAB soft¬ 
ware. 
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(c) (d) 


Figure 8: Optical analysis setup to scan larger area GEM 
foils, (a)-(c): Show the three locations relative to the CCD 
camera that the GEM foil needs to be positioned in order to 
cover scan regions A-C, respectively. To cover scan regions 
D-F, the foil would need to be rotated by 180° and repo¬ 
sitioned at each of the three specific locations shown, (d): 
Division of 40 x 40 cm^ foil into six scan regions. 

by installing a 86 x 76 cm^ aluminum plate over the 
2D motorized support. The GEM foils are again 
placed between two glass plates secured by an alu¬ 
minum frame. Although the stage area is increased 
in the modification, the distance that each stage 
can travel 15 cm in one direction and ^ 30 cm 
in the other direction) can not cover the entire foil 
in one scan. Therefore the foil needs to be divided 
into six different scan regions labeled A through F, 
shown in figure [8] (d). In order to cover each scan 
region the foil needs to be manually moved to one 
of three locations relative to the CCD camera. Fig¬ 
ure [8] (a)-(c) shows the three specific locations that 
relate to scan regions A-C, respectively. To scan 
regions D-F, the foil needs to be rotated by 180° 
and then again positioned at each of the locations 
shown in figure [H 

Through the optical analysis we are able to mea¬ 
sure the geometrical properties of the GEM foils. 
Figure [9] shows three geometrical quantities that 
can be optically measured: the pitch (P), inner 
(d), and outer hole (D) diameters. The pitch is 
a measure of the distance between the hole centers 
of two neighboring holes. Performing the optical 
scans with the front light on and the back light 
off, we are sensitive to the outer hole diameters, 
which are defined by the copper layer and appear 
black in the binary converted CCD image. If the 
scan is performed with the front light off and back 
light on, the optical setup measures the inner hole 
diameters of the foil, which are defined by the Api¬ 
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Figure 9: Schematic view of Tech-Etch single-mask GEM 
foil. Image reproduced from ref. 0. 

cal layer and appear white in the binary converted 
CCD image. Matlab is used to convert the pixel 
information obtained from the CCD binary images 
into measurements of the pitch, inner, and outer 
hole diameters. 

4. Performance of commercially produced 
GEM foils 

Tech-Etch has sent Temple University three man¬ 
ufacturing lots of 10 X 10 cm^ single-mask GEM 
foils for testing and characterization with each lot 
containing 6/12/6 foils respectively. The first two 
batches varied in quality and consistency as Tech- 
Etch was still tuning their fabrication process. The 
last batch of 6 GEM foils were found to meet the 
specified parameters finalizing the commercial fab¬ 
rication process for the 10 x 10 cm^ single-mask 
GEM foils. The next step was then to establish 
a commercial fabrication procedure for larger (40 
X 40 cm^) single-mask GEM foils. To verify the 
quality and consistency of these larger foils, Tech- 
Etch has sent Temple University three foils for 
testing. Measurements of these larger foils were 
found to be consistent with those of the 10 x 10 
cm^ foils, thus establishing the commercialization 
of large area single-mask GEM foils. 

4-.!. Electrical performance 

All single-mask Tech-Etch GEM foils (10 x 10 
cm^ and 40 x 40 cm^) displayed excellent electri- 
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Figure 10: Measured leakage current as a function of voltage 
and sector (1-9) for a single-mask 40 x 40 cm^ GEM foil. 
The measured current is accurate to within 0.5 nA. 

cal performance. The typical leakage current, mea¬ 
sured using the setup described in section 13.11 was 
consistently less than about 1 nA. These results 
were independently verified by Tech-Etch prior to 
shipping the foils to Temple University. This is 
much improved from the previous Tech-Etch pro¬ 
duced double-mask GEM foils, which typically saw 
a leakage current on average around 10 times larger. 
The improvement in the electrical performance is 
due to switching the insulating material from Kap- 
ton to Apical, which has a lower water absorption 
rate [l6|, ll7| . Additionally, three single-mask GEM 
foils produced at GERN (with the polyimide layer 
made from Apical) were also tested and consistently 
displayed leakage currents below 1 nA. Eigure [TOl 
shows the leakage current for a 40 x 40 cm^ single¬ 
mask GEM foil, produced by Tech-Etch, as a func¬ 
tion of applied voltage across the foil for each of the 
foils nine sectors. These results were typical of all 
measured single-mask GEM foils. 

^.2. Optical performance 

The geometrical properties of the single-mask 
GEM foils are measured using the optical analy¬ 
sis setup described in section 13.21 These proper¬ 
ties include the pitch between each hole, the in¬ 
ner and outer hole diameters, and their uniformity 
across the entire active area of the GEM foil. This 
type of optical analysis is critical towards establish¬ 
ing a consistent commercial fabrication process, as 
inconsistencies between these parameters, or their 
non-uniformity across the GEM foil will degrade 
the performance of the GEM. An exhaustive opti¬ 
cal analysis of the two different single-mask GEM 


foil sizes (10 x 10 and 40 x 40 cm^) was carried 
out and is presented in the following subsections. 

4 . 2 . 1 . 10 X 10 cmf 

The last lot of six 10 x 10 cm^ single-mask GEM 
foils showed similar properties amongst themselves. 
Eigure [TT] shows a representative sample of one of 
the 10 X 10 cm^ single-mask GEM foils produced 
by Tech-Etch. Eigure [TT] (a) displays a typical pitch 
distribution measured while back lighting the GEM 
foil (sensitive to the inner hole diameters), while 
figure [TT] (b) shows the pitch distribution measured 
while lighting the GEM foil from the front (sensitive 
to the outer hole diameters). The Pitch measured 
using the inner or outer diameters was found to be 
consistent at about 138 /am. The inner hole diame¬ 
ter distribution is plotted in figure [TTRcb while the 
outer hole distribution can be seen in Eigure [TT](d). 
Gomparing these distributions on average over all 
six 10 X 10 cm^ single-mask foils, the pitch had the 
narrowest distribution (a ~ 1 /im), and the inner 
hole diameter distribution was consistently wider 
(cr « 2.5 jam) than the outer hole diameter distri¬ 
bution (cr « 1.5 jam). The difference in the spread 
between the inner and outer hole diameter distribu¬ 
tions is believed to be due to the Apical layer being 
more sensitive to the etching time than the copper 
layer, thus one can better control the precision of 
the outer diameter better. This is a general behav¬ 
ior of all of the single-mask GEM foils from the last 
manufacturing lot that we received from Tech-Etch. 

Not only is it important to know the geometri¬ 
cal values of the GEM foil, but also how uniform 
the inner and outer hole diameters are throughout 
the GEM foil. Eigure [Tl] shows the inner (a) and 
outer (b) hole diameter deviation from the diame¬ 
ter mean over the entire GEM foil active area. The 
inner diameters are generally not as uniform as the 
outer diameters. Typical deviations of the inner 
hole diameters cover a range of approximately ±7 
jam. When fitting a Gaussian function to the inner 
(outer) hole diameter deviation from the mean dis¬ 
tribution, the average sigma of the deviation is only 
about Sjam (1.5/im), as can be seen in figure [T^ (c) 
(figure [T^dii. 

If the hole diameter size varies widely across the 
foils, then this will lead to different amounts of 
charge being produced as the initial electron passes 
through or collides into (when using multiple GEM 
foils) GEM holes of different sizes in each of the 
foils. To help quantify how sensitive the track re¬ 
construction is to the charge variation, a simple 
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Figure 12: Representative sample of single mask 10 x 10 
cm^ GEM foils hole diameter uniformity, (a): Inner hole 
diameter uniformity, (b): Outer hole diameter uniformity, 
(c): Inner hole diameter deviation from mean, (d): Outer 
hole diameter deviation from mean. 


Figure 11: Representative sample of the single-mask 10 x 
10 cm^ GEM foils geometrical distributions, (a): Pitch dis¬ 
tribution measured using the back light, (b): Pitch distribu¬ 
tion measured using the front light, (c): Inner hole diameter 
distribution, (d) Outer hole diameter distribution. 

track reconstruction exercise was carried out. In 
this exercise it was assumed that the charge pro¬ 
duced from a GEM foil was read out by 20 read 
out strips that were 520 jim in length and each 
strip had a pitch of 600 iim and was separated 
by 80 iim. A random Gaussian shaped charge 
cloud was then generated at a position x within 
the range covered by the read out strips (about 
—6000/im < X < 6000/im). Figure [13] shows the 
amount of charge collected from the charge cloud 
in each read out strip. The reconstructed position 
of the particle, is a charge weighted sum given by 

{x) = ' : ( 1 ) 

i 

where Xi is the position and Qi is the charge of the 
read out strip. The reconstructed position sen¬ 
sitivity to the charge was quantified by randomly 
varying the collected charge on each read out strip 
by ±5% and ±50%. The reconstructed position was 
found not to rely too much on the charge fluctua¬ 
tions, as the change in {x) between the large charge 
variations of ±5% and ±50% was only a few /im. 
The most sensitive quantity to the charge varia¬ 
tions was the resolution of the reconstructed posi¬ 
tion. Although even this was found not to be that 


significant overall, with the ±5% (±50%) charge 
variation producing about a 1% (4%) increase in 
the reconstructed width relative to a reconstructed 
position with no charge variation. 


Charge on Readout Strips 



Figure 13: The amount of charge collected on a simple read 
out strip geometry. 

The mean inner (outer) hole diameters for each 
of the six 10 X 10 cm^ single-mask GEM foils are 
shown in figure [TH and compared with measure¬ 
ments done at Tech-Etch. The error bar associ¬ 
ated with Temple University’s measurement is the 
RMS of the measured inner (outer) hole diameter 
distribution. The Tech-Etch measured diameters 
were performed very differently from Temple Uni¬ 
versity’s method. Tech-Etch performed there mea¬ 
surements using high resolution images of about 
nine holes and have no error bars shown. Nonethe¬ 
less, Tech-Etch’s measurements are found to be con- 
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Figure 14: Average inner (top panel) and outer (bottom 
panel) hole diameters across last batch of Tech-Etch 10 X 10 
cm^ single-mask GEM foils measured by Temple University 
(red markers) and Tech-Etch (blue markers). 


sistent with Temple University’s and serve as an 
excellent cross check between the two measurement 
techniques. 

From foil to foil, the inner and outer diameters 
are consistent with each other. The means from 
each foil are then fit with a constant line to ob¬ 
tain an overall average inner (outer) hole diameter 
across all six foils of about 58 /im (71 jim). The 
pitch of the holes was found to be relatively flat 
across all six foils, with an overall average of about 
138 iim. These geometrical parameters are con¬ 
sistent with those previously used in double-mask 
GEM foils [uilii. Figure [15] shows the inner di¬ 
ameter distributions of a double-mask 40 x 40 cm^ 
Tech-Etch foil that have been measured at Tem¬ 
ple University. The mean inner diameter of each 
distribution is about 57 /im, in good agreement 
with the Tech-Etch single mask diameter size. Note 
that the narrower distribution in the double-mask 
measurements (a ^ Ijim) is a result of the etch¬ 
ing precision in the double-mask technique. The 
double-mask foils produced by Tech-Etch use glass 
tooling, whereas the single-mask foils are produced 
using mylar. The pitches in the double-mask mea¬ 
surements were found to be around 139 /im, in 
good agreement with what is found in the single¬ 
mask measurements. As an additional compari¬ 
son, the inner/outer hole diameters and pitches of 
three 10x10 cm^ single-mask GEM foils produced 
at CERN were compared to its Tech-Etch counter 
parts. A comparison of the inner (outer) diameter 
and its deviation from the mean between CERN 
and Tech-Etch foils has also been made. EignrefTOl 


(Eigure [T7|) shows the inner (outer) hole distribu¬ 
tion for a representative CERN and Tech-Etch foil. 
The mean inner (outer) diameter size between the 
two foils are similar to one another. The Inner 
(outer) hole diameter deviation from the mean is 
shown in fig. [18] (fig. [19]). Erom these figures it 
can be seen that the CERN foil shows a more uni¬ 
form inner hole diameter than the Tech-Etch foil, 
about 1 fim narrower. Whereas the deviations in 
the outer hole diameter between the two foils are 
similar. Einally, the pitch distributions between the 
CERN and Tech-Etch foils were found to be similar 
to on another in both mean (~ 138/im) and spread 
(cr 2 fim). 



Figure 15: Inner diameter distribution for a Tech-Etch 40 X 
40 cm^ double-mask foil split into 6 CCD scan regions. The 
mean inner diameter is about 57 iim with a cr of ~ Ifim for 
all scan regions. 



Figure 16: Inner diameter distribution, a) CERN foil: Gaus¬ 
sian fit mean ~ 51.0^im, cr 2.0p,m. b) Tech-Etch foil: 
Gaussian fit mean ~ 55.0/Lm, cr ~ 3.1p,m. 






































were found to have excellent uniformity across the 
40 x40 cm^ foils, where deviations were found to 
be smaller as shown in fig. [20l The inner 

(outer) hole diameter deviation distribution widths 
generally ranged from a = 1.7 to 3.0/im (a = 1.1 
to 1.8/im). 


Figure 17: Outer diameter distribution, a) CERN foil: 
Gaussian fit mean ~ 77.2/im, cr ~ 1.5/rm. b) Tech-Etch 
foil: Gaussian fit mean ~ 72.2/rm, cr ~ 1.7/rm. 



Figure 18: Inner diameter deviation from the mean distribu¬ 
tion. a) GERN foil: Gaussian fit cr ~ 2.0^im. b) Tech-Etch 
foil: Gaussian fit cr ~ 3.1/im. 



Figure 19: Outer diameter deviation from the mean distribu¬ 
tion. a) GERN foil: Gaussian fit cr ~ b) Tech-Etch 

foil: Gaussian fit cr ~ 1.7fim. 


4 . 2 . 2 . 40 X 40 cm? 

The optical analysis of the larger 40 x 40 cm^ fol¬ 
lowed the same procedure used to measure the ge¬ 
ometrical properties of the 10x10 cm^ foils. How¬ 
ever, whereas all of 10x10 cm^ foil images were 
taken with one CCD scan, the 40x40 cm^ foils 
needed to be divided into six CCD scan regions due 
to the translational limitation of our 2D stage, as 
shown in figure [8] (d). 

Similar distributions (pitch, inner, and outer hole 
diameters) were measured with the 40x40 cm^ foils 
as were found in the 10x10 cm^ foils. Many of 
the same geometrical behaviors found in the 10x10 
cm^ were also seen in the larger foils. In particu¬ 
lar the pitch displayed the narrowest distribution 
and the inner hole diameters showed a larger devi¬ 
ation from the mean than the outer hole diameters. 
Also like the 10x10 cm^ foils, the hole diameters 




Figure 20: Inner hole diameter deviation from mean for GGD 
scan regions 1-6. The red arrows mark the ±10 fim position. 


Considering all three of the 40x40 cm^ foils, we 
measured a near constant pitch of about 138 jim in 
each CCD scan region across all foils. The average 
inner (outer) hole diameters were found to be con¬ 
sistent over all CCD scan regions across all three 
foils, as shown in fig. [21] (fig. (2^ . The mean in¬ 
ner (outer) hole diameter across all three foils was 
measured to be 53.13 /im (78.64 jam), which are 
similar to the double-mask GEM foil values found 
in ref. jll|. 


5. Summary and outlook 

Tech-Etch has successfully manufacture single¬ 
mask GEM foils of 10 X 10 and 40 x 40 cm^. 
Through electrical and optical analysis of the GEM 
foils, it has been determined that they meet the 
requirements needed by the nuclear and particle 
physics community to be used in tracking detec¬ 
tors; thus successfully establishing the commercial¬ 
ization of single-mask GEM foils. The electrical 
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Foil Lot #631168 (Inner Holes) 



CCD Scan Region 


Figure 21: Average inner hole diameters for each CCD scan 
region for all three 40x40 cm^ foils. The error bars represent 
the sigma of a Gaussian fit to that particular distribution. 
A constant line is fit to get the mean inner hole diameter 
across all of the foils. 

Foil Lot #631168 (Outer Holes) 
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Figure 22: Average outer hole diameters for each CCD scan 
region for all three 40x40 cm^ foils. The error bars represent 
the sigma of a Gaussian fit to that particular distribution. 
A constant line is fit to get the mean outer hole diameter 
across all of the foils. 


performance of these foils was superb, due to the 
changing of the polyimide layer from Kapton to 
Apical. The optical properties of these foils were 
found to be consistent with previously measured 
double-mask GEM foils and single-mask foils pro¬ 
duced by CERN. 

With the recent successful production of 50 x 50 
cm^ single-mask GEM foils, Tech-Etch now plans 
on extending this process to even larger (on the 
order of 1 m^ long foils) single-mask GEM foils, 
and are currently in the process of upgrading their 
fabrication facilities in order to handle the larger 
area GEM foils. 

The commercialization of the large area single¬ 


mask GEM foils will go a long way towards allevi¬ 
ating some of the demand for large GEM foils. 
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